Osteoconductivity of Anodized Titanium with Controlled Micron-Level Surface Roughness

Dai Yamamoto1,*, Ikki Kawai1,*, Kensuke Kuroda1, Ryoichi Ichino2, Masazumi Okido1 and Azusa Seki3

1Department of Materials Science & Engineering, Graduate School of Engineering, Nagoya University, Nagoya 464-8603, Japan
2EcoTopia Science Institute, Nagoya University, Nagoya 464-8603, Japan
3Hamri Co., Ltd., Tokyo 110-0005, Japan

The aim of this study was to elucidate the relationship between the surface roughness and osteoconductivity of anodized titanium surfaces. Before anodizing, titanium substrates with different surface roughness were prepared by wet-polishing. These substrates were anodized at various voltages in H3PO4, H2SO4, and NaOH aqueous solutions, and their surface roughness was controlled simultaneously at the micron level. Surface roughness of these coatings was expressed with the arithmetical means (Ra). The osteoconductivity of anodized samples was evaluated by in vivo tests. In in vivo tests, samples were implanted in rats’ tibia for 14 d. Anatase-type TiO2 films were formed on all of the anodized samples for in vivo tests. It was newly found that TiO2 film with small Ra value exhibited high osteoconductivity than that with high Ra value, especially when Ra value was <0.3 μm. In addition, the osteoconductivity of anodized samples with Ra/μm > 0.3 was not improved by anodizing, showing the same low osteoconductivity of as-polished samples. These tendencies were observed for all of the TiO2 films regardless of the type of electrolytes. [doi:10.2320/matertrans.M2011049] (Received February 4, 2011; Accepted May 30, 2011; Published July 25, 2011)

Keywords: anodizing, osteoconductivity, surface roughness, titanium, titanium dioxide

1. Introduction

Titanium (Ti) is widely used in dental and orthopedic implants because of its good biocompatibility and high corrosion resistance. The long-term success rates of Ti implants have been well documented.1,2 However, many failures occur when the bone is of poor quality.3,4 Various methods to improve the clinical performance of Ti implants in poor-quality bone and to shorten the healing period have been assessed. For example, hydroxyapatite (HAp), which is the main inorganic component of natural bone, is usually used in the form of a coating on a metallic substrate to compensate for its poor intrinsic mechanical properties. In our previous studies, HAp with various crystal structures,5-9 carbonateapatite (CO3Ap), CO3Ap/CaCO3 composite films, HAp/collagen10 and HAp/gelatin composite films,11 have been fabricated on Ti substrates using the thermal substrate method and we have investigated their osteoconductivity in in vivo tests in rats’ tibia. These studies have revealed that a specific crystal structure strongly accelerates calcification in the cancellous bone part.

Titanium dioxide (TiO2) is in the spotlight as an osteoconductive substance, similar to HAp. TiO2 has been shown to exhibit strong physicochemical bonding between an Ti implant and living bone because of its ability to induce bone-like apatite in a body environment.12 It is thought that the surface properties of Ti implants influence the biological responses at the interface between the bone tissue and the implant.13-18 Therefore, the optimization of the surface properties of TiO2 coatings is key point to improve the osteoconductivity of implants. There are many types of TiO2 coating methods for Ti substrates, such as thermal treat-

*Graduate Student, Nagoya University
2.2 Anodizing in aqueous solutions

Ti substrates were used as the working electrode, and a Pt coil was used as the counter electrode. The aqueous solution was stirred while anodizing and was kept at a constant temperature (298 K) in a water bath. Aqueous 0.1 M H₂SO₄, 0.1 M H₃PO₄, and 0.1 M NaOH solutions were used as electrolytic baths, because they are often used in in vitro studies of anodized titanium. A rapid rate of increase in the voltage made it difficult to control the surface roughness of the substrates, so the anodizing potential was increased slowly (0.1 V s⁻¹) up to a potential of 200 V. All the samples were evaluated after sterilization, and sterilization did not influence on evaluated surface properties of samples.

2.3 Analysis of coatings

All the samples were sterilized using an autoclave unit at 394 K for a period of 20 min. before analysis. The surface morphology of the substrates was observed using a scanning electron microscope (SEM). The coated films were identified using a thin-film X-ray diffraction (XRD) and a X-ray photoelectron spectroscopy (XPS). The surface roughness measurements were conducted by means of contactless probing using a confocal laser scanning microscope with a measurement area of 150 μm × 112 μm. The arithmetical means of the surface roughness (Ra) was used, as this value was not distorted by any local scarring of the sample.

2.4 In vivo tests

Since the experimental procedure for our in vivo study was almost the same as described in previous reports, it is described in brief here. Before surgery, all the implants were cleaned in distilled water and immersed in a chlorhexidine gluconate solution. Ten-week-old male Sprague Dawley rats (Charles River Japan, Inc., Japan) were used in our experimental procedures. The samples were implanted in the tibial metaphysis of rats to contact with both cortical bone part and cancellous bone part. A slightly oversized hole, which did not pass through to the rear side of the bone, was created using a low-speed rotary drill. Subsequently, the implants were inserted into these holes, and then the subcutaneous tissue and skin were closed and sterilized.

The rats were sacrificed after a period of 14 d, and the implants with their surrounding tissue were retrieved. The samples were fixed in a 10% neutral buffered formalin solution, dehydrated in a graded series of ethanol, and embedded in methylmethacrylate. Following polymerization, each implant block was sectioned longitudinally into 20 μm thick slices. These sections were then stained with toluidine blue.

Optical microscope was used for the observation of interface between bone and implant. The sum of the linear bone contact with the implant surface was measured and was expressed as a percentage over the entire implant length (the bone-implant contact ratio, Rb). The cancellous bone and the cortical bone parts. Significant differences in the bone-implant contact ratio were analyzed statistically using the Tukey-Kramer method. Differences were considered statistically significant at the p < 0.05 level (described as dotted lines and stars in Fig. 5). This animal study was conducted in the laboratory of AAALAC International (Association for Assessment and Accreditation of Laboratory Animal Care International).

3. Results and Discussion

3.1 Surface properties

Representative SEM images of Ti substrate surface before and after anodizing are shown in Fig. 1. No obvious scratches were observed on a buffed as-polished substrate (Fig. 1(a)) indicating that Ra/μm = 0.057, but scratches along the same direction were clearly observed for the #400 polished substrate (Fig. 1(b)), which showed that Ra had increased to 0.225 μm.

A TiO₂ film was formed on the Ti substrate after anodizing in a 0.1 M H₂SO₄ solution (Fig. 2(a)). When anodized under a potential of 100 V, an anatase peak was observed in the XRD data. The XPS data showed that the film contained SO₄²⁻, which seemed to have derived from the aqueous solution (Fig. 3). This film showed a yellow interference color, indicating a film thickness of about 120 nm. Regarding the buffed substrates, although small swellings were observed in spots on the film, other area were as flat as the as-polished ones. Because of these small swellings, the Ra value changed slightly from 0.057 μm to 0.084 μm. Regarding the #400 polished substrate after anodizing, scratch marks were clearly observed, and the value of Ra was almost equal to that of the as-polished sample, which implied that the initial surface morphology was maintained after anodizing at 100 V. When a potential of 200 V was applied to the substrates, the film became thicker and the surface morphology of both buffed substrates changed. According the buffed substrate, the small swellings observed at a potential of 100 V increased, and some pores were observed in the film, which showed an increase in Ra to 0.110 μm. In the case of the #400 polished substrates, pores were observed across the entire film, and no scratches were observed, resulting in an increase in the value of Ra. These observations seemed to be the result of a breakdown of the dielectric. Figure 4 shows the relationship between the applied voltage and the current density. From Fig. 4, a fluctuation in the current density at relatively high current densities was observed at potentials above 170 V, which represented a local breakdown in the film. As the applied voltage increased, the anatase peak became more dominant and a weak rutile was also detected, as shown in Fig. 2(a). A similar oxide film was obtained by Cui et al. In the case of anodizing at 100 V and 80 V in 0.1 M H₃PO₄ and 0.1 M NaOH solutions, respectively, each of the films showed a yellow interference color, which was composed of an anatase-type TiO₂ (Fig. 2(b)), indicating a similar value of Ra to the initial Ra value (Fig. 1(a) or 6(b)), shown by the film anodized in a 0.1 M H₂SO₄ solution. Both anions and cations were also contained in the films anodized in H₃PO₄ and NaOH (Fig. 3). When anodized at 200 V, the same behavior was observed as shown by the film anodized in a 0.1 M H₂SO₄ solution. A similar oxide film was previously obtained by Kuromoto et al.

From the above results, it can be said that the surface roughness and morphology of the substrate could be controlled by changing the applied voltage. Application of
Fig. 1 SEM images of a substrate surface of an as-polished Ti sample, and after anodizing with surface roughness of Ra: (a) buffed sample, (b) polished with grid = #400, (1) as-polished, (2) anodized in H$_2$SO$_4$ at 100 V, (3) anodized in H$_2$SO$_4$ at 200 V, (4) anodized in H$_3$PO$_4$ at 100 V, (5) anodized in H$_3$PO$_4$ at 200 V, (6) anodized in NaOH at 80 V, and (7) anodized in NaOH at 200 V.

Fig. 2 XRD patterns of Ti substrates after anodizing at room temperature in (a) 0.1 M H$_2$SO$_4$, (b) 0.1 M H$_3$PO$_4$, and (c) 0.1 M NaOH aqueous solutions. —: 100 (80) V, – –: 200 V.

Fig. 3 High-resolution XPS spectra of the titanium substrate anodized at 100 V in: (a) 0.1 M H$_2$SO$_4$, (b) 0.1 M H$_3$PO$_4$, and (c) 0.1 M NaOH aqueous solutions.
a potential of 100 or 80 V did not increase the surface roughness, and the initial morphology was maintained after anodizing, regardless of the degree of the initial surface roughness. However, application of a potential of 200 V to the Ti substrate brought about a serious change in the surface morphology in all of the aqueous solutions, resulted in the increase of Ra value. Previous papers reported that crystal structure and film thickness could affect the apatite formation ability or osteoconductivity.31,34,36) Furthermore, we have already found that the crystallinity of anatase film and anions/cations contained in TiO$_2$ film could influence on their osteoconductivity. These findings will be reported in next papers. Therefore, samples for in vivo test should be prepared so that crystal structure, crystallinity, film thickness, and anions/cations in the film do not influence on the osteoconductivity of samples in evaluating the influence of surface roughness. From above viewpoints, samples with various surface roughness prepared by anodizing in 0.1 M H$_2$SO$_4$, H$_3$PO$_4$, and NaOH aqueous solutions at 100 or 80 V were used for the following in vivo test and evaluated for every electrolytes.

3.2 In vivo studies

Figure 5 shows the effect of the surface roughness on the osteoconductivity in different aqueous solutions. In the cortical bone parts, the as-polished Ti implant had a low R$_B$-I value, $<20\%$, irrespective of Ra value (Fig. 5(1)). The surface roughness of Ti has been reported to influence the osteoconductivity,14,17,29) but this tendency was not seen in the region of Ra studied in this work, showing almost constant low R$_B$-I value of 20%. Similar low R$_B$-I values were also obtained for the samples with Ra/μm $>0.3$ after anodizing in H$_2$SO$_4$ aqueous solution. However, the samples with Ra/μm $<0.3$ had higher R$_B$-I value of near 40% after anodizing in H$_2$SO$_4$ aqueous solution. This result was not unique in the case of H$_2$SO$_4$, but also shown in the case of H$_3$PO$_4$ and NaOH aqueous solutions. Furthermore, the same tendencies were also obtained in cancellous bone part. In our previous studies, Kuroda et al. precipitated HAp with a needle-like crystal structure on Ti substrates and implanted them in rats’ tibia for 14 d.9) The value of R$_B$-I was 34% in the cortical bone parts, which was similar to the R$_B$-I values of the anodized implants in this study. This demonstrates that TiO$_2$ films with Ra/μm $<0.3$ formed in this study had high osteoconductivity equivalent to HAp. About 30% of hard tissue formation was observed by measuring the ratio of hard tissue formation inside of cancellous bone, which was considered as natural hard tissue ratio in cancellous bone. Since implants with Ra/μm $<0.3$ anodized in H$_2$SO$_4$ and H$_3$PO$_4$ solution had higher R$_B$-I value than 30%, enough amount of hard tissue was formed. However, the influence of surface roughness on the mechanism of bone formation was

Fig. 4 Change in current density with applied voltage to Ti substrates in 0.1 M H$_2$SO$_4$, 0.1 M H$_3$PO$_4$, and 0.1 M NaOH at 298 K.

Fig. 5 Influence of the surface roughness, Ra, on the bone-implant contact ratio, R$_B$-I: (1) cortical bone part, and (2) cancellous bone part. Key: □ = as-polished, anodized in $\square$ = 0.1 M H$_2$SO$_4$, ■ = 0.1 M H$_3$PO$_4$, and □ = 0.1 M NaOH, *: p $< 0.05$. 
not clear yet. This was because enough data has not been obtained to discuss the mechanism since the results of in vitro evaluations did not always agree with the results of in vivo evaluations.\(^40\) Nevertheless, it was significant result that TiO\(_2\) coatings with fine surface in micron-level tended to show high \(R_{B,1}\) value.

4. Conclusions

In this research, the influence of micron-level controlled surface roughness on the osteoconductivity of anodized TiO\(_2\) coatings was investigated, and following findings were obtained.

(1) Anatase-type TiO\(_2\) films were obtained by anodizing cp-Ti in 0.1 M H\(_2\)SO\(_4\) at 100 V, 0.1 M H\(_3\)PO\(_4\) at 100 V, and 0.1 M NaOH at 80 V. Surface roughness and morphology of these films were almost the same as those of initial substrates.

(2) When Ra value was <0.3 \(\mu m\), the anodized Ti implants induced a high level of hard tissue formation at the interface between the implant and the bone.

(3) The osteoconductivity of anodized samples with Ra/\(\mu m\) > 0.3 was not improved by anodizing, showing the same low osteoconductivity of as-polished samples.

Acknowledgements

This work was partially supported by a Grant-in-Aid for Scientific Research (C) (No. 19560702, 21560719) and the Global COE program (COE for Education and Research of Micro-Nano Mechatronics) from the Japan Society for the Promotion of Science (JSPS).

REFERENCES